
Part IV - Appendix D 
 
Average Patient Exposure Guide 
Medical ESE's 
 
Compliance with RHB 4.2.13.2  may be determined if the patient's exposure at skin entrance (ESE) does 
not vary from the national averages listed below by more than 50%.  Facilities should strive for an ESE 
that does not vary from the national average by more than 20%.  Facilities utilizing digital imaging 
systems shall not exceed the ESE Limits as outlined for a 200 speed system. 
 
National Average ESE (mR)           ESE Limits 
Projection 200 speed 400 speed 200 speed 400 speed Digital 
Abdomen (A/P) 490 300 245-735 150-450 245-735 
Lumbar Spine 
(A/P) 

450 350 225-675 175-525 225-675 

Full Spine (A/P) 260 145 130-390 72-218 130-390 
Cervical Spine 
(A/P) 

135 95 67-203 47-142 67-203 

Skull (Lat) 145 70 72-218 35-105 72-218 
Chest (P/A) 
w/grid 

25 15 12-38 7-23 12-38 

Without grid 15 5 7-23 2-8 7-23 
 
 
 
 Film/Screen All Types Film/Screen All Types 
   
Retrograde Pyelogram (A/P) 595 297-893 
Thoracic Spine (A/P) 408 204-612 
Foot (D/P) 74 37-111 
Cephalometric 30 15-45 
Notes: 
 
 (a)  Patient thicknesses are expressed in centimeters (cm). 
 (b)  All measurements are made in air (no phantom). 
 (c)  If the film/screen speed cannot be determined, it will be assumed to be 200 speed. 
 (d)  Patient thickness (cm): 
 
   
Abdomen (A/P) 23 Lumbar Spine (A/P) 23 

Full Spine (A/P) 23 Cervical Spine (A/P) 13 

Skull (Lat) 15 Chest (P/A) 23 

Ret Pyelogram (A/P) 23 Thoracic Spine(A/P) 23 

Foot (D/P) 8  Cephalometric 15 



 
Mammography ESE's:  Refer to RHB 5.11.5.10 
 
Dental Intraoral ESE's: 
 
This chart represents the range of exposures that will produce acceptable quality radiographs.  
Compliance with RHB 4.2.13.2 shall be considered met if the patient's exposure at skin entrance (ESE) is 
within the limits shown. 
 
kVp "D" Speed Film "E" Speed Film 

 
 ESE ESE Limits ESE ESE Limits 

50 425-575 340-690 220-320 176-384 
55 350-500 280-600 190-270 152-324 
60 310-440 248-528 165-230 132-276 
65 270-400 216-480 140-200 112-240 
70 240-350 192-420 120-170 96-204 
75 170-260 136-312 100-140 80-168 
80 150-230 120-276 90-120 72-144 
85 130-200 104-240 80-105 64-126 
90 120-180 96-216 70-90 56-108 
95 110-160 88-192 60-80 48-64 
100 100-140 80-168 50-70 40-56 
 
 



Part IV - Appendix E  
 
Automatic Exemptions for Sterile Fields 
 
 Automatic exemptions to RHB 4.9.8.2.2 will be granted for the following procedures: 
 
  1.  Myelograms 
 
  2.  Arthrograms 
 
  3.  Angiograms 
 
  4.  Percutaneous nephrostomies 
 
  5.  Biliary drainage procedures 
 
  6.  Percutaneous cholangiograms 
 
  7.  T-tube cholangiograms 
 
  8.  Sinograms or fistulograms 
 
  9.  Fluoroscopic biopsy procedures 
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